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The influence of a spatial prof'de in the gain, which can be caused by saturation of  the medium by the beam, is studied 
on the amplification properties of the beam. It is found that the amplifying medium is about twice as efficiently depleted 
as can be expected on basis of a plane-wave approximation. This means that the saturation-parameter values as they have 
been deduced in the past are wrong by a factor two. The theoretical results are applied to cw CO2 measurements. 
1. Introduction 
A very important characteristic of any laser system 
is the total power output which can be generated• Be- 
cause this output is determined by the saturation pa- 
rameter of the laser system (and of course by the small- 
signal gain), an accurate knowledge of its value, which 
can be obtained for instance from spontaneous-fluores- 
cence measurements, is important. On the other hand 
determination of the saturation parameter f om gain 
measurements can give an important contribution to 
the understanding of e.g. decay and relaxation proces- 
ses in an atomic or molecular system. Finding the cor- 
rect value of the saturation parameter is therefore a
prerequisite. 
In performing the calculations of the saturation 
parameter f om gain versus input intensity measure- 
ments up till now a plane-wave approximation has 
been used (see e.g. Rigrod's paper [ 1 ]), i.e. the input 
beam, which usually has a fundamental mode structure, 
has been approximated by a plane wave propagating 
in the direction of the longitudinal axis of the ampli- 
fier having an effective surface determined by the 
width of the beam. Such an approximation, however, 
does not take inhomogeneous gain and refractive-index 
distributions into account. In this paper it will be 
shown that the gain profile, caused by spatial inhomo- 
geneous aturation of the medium by the gaussian 
shaped beam, has a large impact on the interpretation 
of the gain measurements. In fact a wrong value for 
the saturation parameter will be obtained by a plane- 
wave approximation. Our analysis of the gain behaviour 
of an amplifier will solve a contradiction i literature• 
2. Theoretical analysis 
When the saturating beam and the laser amplifier 
have axial symmetry, as is usually the case, the com- 
plex propagation constant of the medium can be ex- 
panded in terms of the radial distance r from the sym- 
metry axis z, whereas the terms in odd power can be 
omitted. Because the intensity of the gaussian-shaped 
beam is highest near the axis, the constant and qua- 
dratic terms are the most important ones. Anyhow a 
treatment of the amplification where k is given by 
k(r, z) = ko(z ) - ~ k2(z ) r 2 
• 1 2 =#o(Z)+lt~o(Z)+i{~2(z)r  + iot2(z) r2 } (1) 
will be an important improvement over the existing 
empty-space theory with plane-wave amplification. 
The theoretical basis for the amplification of a gaussian 
beam in a complex lens-like medium has already been 
developed in [2] and [3] .An extended su_,v.ey-caud3e-__ 
found in [4]• It has been derived that the propagation 
of a gaussian beam throughout a complex lens-like 
medium is determined by the following two equations, 
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where the same dimensionless notation has been used 
as in [41: 
p2 + dP/d~ + n 2 = O, (2) 
ldQ 
1 dI = 2(aO L _ U) = 2~oL +~-  d~" + Q (3) 
I d~ 
P is the complex beam parameter defined by P = U - 
iQ, where U = L/R and Q = XL/Trw 2. L is the length 
of the active medium, ~" = z/L, X is the wave length of 
the light beam, R and w are the radius of curvature 
and the width of the gaussian beam respectively, r?2 
and ct account for the profile in the complex refrac- 
tive index and are defined by 
n 2 =k2L2 X k0 ~--~-~ (~2L2 + ic~2L2). (4) 
The intensity I of the beam is the value at the axis 
(r = 0). 
Eq. (2) determines the transformation of the param- 
eters R and w of the gaussian beam when it propagates 
through the medium. It is identical with Kogelnik's 
ABCD law. If the medium parameter r~ 2 is ~'-indepen- 
dent, Kogelnik's law can be used with advantage be- 
cause the A, B, C and D values, which are the elements 
of the paraxial ray matrix, can be determined easily. 
However, since in an amplifier the intensity grows 
(for small input intensities the growth is even expo- 
nential), the medium parameter, being intensity-de- 
pendent, cannot be taken as constant over the length 
of the tube. This means that eqs. (2) and (3) have to 
be solved simultaneously and the changes of the beam 
properties (i.e. the beam width, the radius of curva- 
ture of the wave front and the intensity) can only be 
solved by numerical methods. 
Eq. (3) determines the intensity growth of the 
beam when it propagates through the medium. The 
first term of the right-hand side describes the local 
conversion of inverted states into stimulated emission. 
This is the same term as found for a one-dimensional 
treatment with plane waves. The second term describes 
how the intensity is changed by a change in the width 
of the beam and is related to the continuity of propa- 
gating electromagnetic energy. In the absence of inter- 
action the product of the beam cross-section and the 
intensity is constant along the axis. Therefore this 
term simply describes focussing or defocussing of  the 
beam. The last term cannot be attributed to a simple 
effect like focussing. It described a contribution to 
the intensity at the axis induced by the three-dimen- 
sional character of the beam itself or by the spatially 
inhomogeneous gain distribution. Thus it describes a
transport of radiation in radial direction. When a is 
positive, which means that the gain increases with the 
distance from the axis, it describes that the medium is 
more efficiently depleted than can be expected from 
plane-wave considerations. 
3. The gain characteristics of an amplifier 
As we have already pointed out in the preceding 
section, the growth of the intensity along the axis 
makes it necessary to solve eqs. (2) and (3) simultane- 
ously. This can only be done by numerical methods. 
The easiest way to do this is to split up the amplifier 
into a large number of parts of equal length. Then 
the a 0, a and/3 values of any part can be calculated 
from the beam properties at the end of the former 
part. With these values of ct0, ct and/3 taken as con- 
stant over the amplifier part the increase in intensity 
over that part can be determined by means of eq. (3) 
and the changes of the beam width and the radius of 
curvature of the wave front by means of Kogelnik's 
matrix-multiplication law. In this way the influence 
of the total amplifier on the beam properties can be 
calculated. We shall do this for both types of broaden- 
ing. 
Homogeneously broadened medium. Although it is 
possible to calculate the gain characteristics for very 
general cases, including refractive-index profiles due 
to the heat production in a gas discharge or dispersion 
effects, we shall treat only the simplest case where no 
profiles in the refractive index are present, i.e./3 = 0, 
which means that the frequency of the incoming beam 
coincides with the line centre and where no profile in 
the gain due to an inhomogeneous distribution of the 
small-signal gain or the saturation parameter is present. 
Thus a profile in the gain can only be caused by spa- 
tially inhomogeneous saturation of the medium by 
gaussian intensity distribution of the beam. In this 
way the effect of radial radiation transport can be 
seen most clearly and can be compared with the plane- 
wave calculations. 
For the amplitude gain it then follows: 
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I 
GO 
a 0 = (~ plane-wave gain)r= 0 - 1 + I/I 0 ' (5) 
where G O is the small-signal intensity gain per unit 
length at the line centre. I 0 is the saturation parame- 
ter at the line centre and I is the intensity of the beam 
at the axis. SinCe the intensity of the beam is given by 
I(r) = I exp(- 2r2 /w2) , 
it follows for ~2: 
( d2 ) Go(2/w2)(I/Io) 
ot 2 = ~ ~r  2 plane-wave gain = 
r:O (1 + 1/10)2 (6) 
where w is the width of the gaussian beam. Thus for a 
follows: 
GoL Q I/Io 
c~ =-~n a2 L2 - (1 + 1/10)2 " (7) 
Substituting eqs. (5) and (7) into (3) gives: 
l d I _  GoL ( lifo ~ 1 dQ 
I d: 1+1/I~ I+~}+Q d~" " (8) 
In this equation the effect of the radial radiation trans- 
port on the gain can clearly be seen. For small values 
of the gain G O the beam width will not be changed 
very much, so that the last term on the right-hand 
side will be zero. When the input intensity is high 
compared to the saturation parameter, the radial radi- 
ation transport contributes as much to the total gain 
as the direct conversion of inverted states. This means 
that the medium is twice as efficiently depleted as 
can be expected from plane-wave considerations. For 
higher values of the gain this conclusion will be essen- 
tially the same. 
Because 
1 dI 1 dQ_  1 dP (9) 
ld~" Qd~- Pd~' 
where P is the power of the beam, eq. (8) gives direct- 
ly the power gain of the beam. Although for many 
cases expression (8) will be sufficiently accurate for 
calculating the power gain (the intensity I can be 
found by dividing the power through an average value 
of the beam area), we have performed the calculations 
of the intensity gain by solving eq. (8) together with 
eq. (2) according to the procedure outlined in the 
beginning of this section. The results are plotted in 
fig. 1. 
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Fig. 1. The intensity gain at the centre of the axis plotted for 
a homogeneously broadened medium as a function of the nor- 
malized input intensity. The total small-signal gain 2GoL has 
been used as a parameter. Qo is the value of hL/rtw 2for very 
small input intensities halfway along the amplifier. 
Because the result of the calculations depends on 
the beam width and radius of curvature of the incom- 
ing beam at the entrance plane, we have to specify 
those values. The values have been chosen in such a 
way that in empty space the beamwaist would be 
half-way along the amplifier and has the value w 0. 
The parameter Qo = XL/rrw2 in the figure has been 
used for characterizing this situation. The total length 
of the amplifier has been chosen as 2L, so that the 
total small-signal gain of the amplifier is 2GoL. 
From a theoretical point of view the determination 
of the saturation parameter f om intensity-gain meas- 
urements is preferable to a determination from power- 
gain measurements because influences from higher- 
order terms than the constant and quadratic ones of 
the gain mainly affect the power gain, whereas the in- 
tensity gain at the axis of the tube will only slightly 
be altered, especially for Qo values smaller than 1. 
However, in practice one often has to determine the 
power gain as a function of the incident power, simply 
because measurements of the intensity gain are not 
accurate nough. Because the beam width at the exit 
of the amplifier usually is very different from the 
empty-space value, the power gain behaves much 
more differently than the intensity gain. The results 
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Fig. 2. The power gain plotted for a homogeneously broadened 
medium as a function of an averaged input intensity. Again 
2GoL and Qo are used as a parameter. The dashed lines show 
the gain for the case that the laser beam has been approximated 
by a plane wave. 
for the power gain can be seen in fig. 2. At the hori- 
zontal axis we have plotted the quantity 
]]i _ Ii arctgQ0 
I0 I0 Qi ' (10) 
where Qi is the Q value at the entrance of the ampli- 
fier given by 
ai = a0/(  1 + a2) ,  (11) 
and where I i is the entrance value of the intensity at 
the axis of the beam. The arctg Q0 value appears in 
the expression because we averaged the Q value in 
vacuum over the length of the amplifier: 
Q0 dz = arctg Q0 • Q=~L_fLL Qdz =1 i I+(Qoz/L)2 
(12) 
Hence the quantity ~]I 0 is some kind of averaged in- 
put intensity. We have chosen this quantity, which is 
of course somewhat arbitrary, in order to compare 
our calculations directly with the experimental results 
reported in literature. 
We have also compared our calculations based on 
the three-dimensional model with the one-dimensional 
treatment which is normally used by others (see [1]). 
The results are also plotted in fig. 2 (dashed lines). At 
the horizontal axis the input intensity of the plane 
wave divided by the saturation parameter is plotted. 
One can easily see the big difference between the plane 
wave model and our model. The conclusion from this 
is that values of the saturation parameter as they have 
always been obtained in the past by fitting the meas- 
urements to calculations with the plane-wave model 
are wrong. In the next section we shall apply our re- 
sults to the excellent gain measurements published by 
Christensen, Freed and Haus [5]. It will prove the val- 
ue of our theory. 
Inhomogeneously broadened medium. Also in this 
case we treat only the simplest case, where no refrac- 
tive-index prof'des are present (i.e. fl = 0) and where 
the small-signal gain and saturation parameter have no 
space-dependence. Thus the profile in the gain can 
only be caused by spatially inhomogeneous saturation 
of the medium by the gaussian intensity distribution 
of the beam. 
For the amplitude gain at the line centre at the 
axis of.the tube it now follows for an inhomogeneous- 
ly broadened transition: 
1 
Go 
c~° (1 +I/I0)1/2 (13) 
and: 
ot 2 = 
(Go~w2) (1/1 O) 
(14) 
(1 +I/10)3/2 ' 
so that 
i QGoLI/Io 
et = 2 (15) 
(1 +I/I0)3[2 
Substituting eqs. (13) and (15) into eq. (3) gives: 
l d I  GoL ( , 1/10 ~ 1 dQ 
- 1+~ 1+I/i0]+----. (16)  I d~" (1 +1/10)1/2 Q d~ 
From eq. (16) it can be seen that in the case of an in- 
homogeneously broadened medium the influence of 
the radial radiation transport is less than for homoge- 
neous broadening. For strong saturation its contribu- 
tion to the intensity increase is about half the amount 
due to direct conversion of inverted states. Although 
also in this case eq. (16) can give the power increase 
to a good approximation, we have calculated the in- 
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Fig. 3. The intensity gain at the centre of the axis plotted for 
an inhomogeneously broadened medium as a function of the 
normalized input intensity. The total small-signal gain 2GoL 
has been used as a parameter. Qo is the dimensionless quantity 
hL/rtw~ for very small input intensities half-way along the 
amplifier. 
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Fig. 4. The power gain plotted for an inhomogeneously broad- 
ened medium as a function of an averaged input intensity. 
Again 2GoL and Qo are used as a parameter. The dashed lines 
show the gain for the case when the laser beam has been ap- 
proximated by a plane wave. 
crease in intensity over a passage through the active 
medium in the same way as for the homogeneous case. 
The results are plotted in fig. 3. The power gain is 
plotted in fig. 4. For both figures we used the same 
parameter definition and the same quantities at the 
axis as for the homogeneously broadened transition. 
It can be seen from these figures that also in this case 
there is a big difference between our model and the 
plane-wave model (dotted lines). 
5. Application to the cw CO 2 system 
In order to prove that our model is the right one 
we can make gain measurements and compare the de- 
duced saturation parameter with the saturation param- 
eter that can be found from lifetime measurements of 
the laser level. However, in literature xcellent gain 
measurements have been published. As an example we 
shall look at the measurements published by 
Christensen, Freed and Haus [5]. They measured the 
power gain of an amplifier having a length of 70 cm 
and deduced the saturation parameter f om their 
measurements using the plane-wave model. By doing 
this for several beam diameters they found a beam 
diameter-dependent saturation parameter. This beam- 
dependence must be attributed to the diffusion of the 
excited CO 2 molecules as a result of spatial differences 
of the inversion density. Correction for this diffusion 
(this can be done e.g. by extrapolating the values for 
the saturation parameter at different beam diameters 
to the value for a very large beam diameter) leads to 
a value of about 18 W/cm 2 for I 0. 
We can now estimate the saturation parameter 
from lifetime measurements. The CO 2 laser has a 
homogeneously broadened transition. The expression 
for the saturation parameter at the line centre for 
small excitation rates is given by (see e.g. [4]): 
7rAy A1A2 
10 - 282~ A1 +(g2/gl)(A2 -A21) 
4n2hvA v (18) 
= A21 ~'2( 1/Az + (g2/gl) (1/A 1 - A21/A 1A2)} 
A 2 and A 1 are the decay rates of the upper and lower 
laser levels respectively;B21 and A21 are the coeffi- 
cient for stimulated emission and the decay rate be- 
tween upper and lower laser levels respectively. Av is 
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the line width of the transition. 
Substituting the following values for their experi- 
mental circumstances: 
l/A21 = 5.2 s ([6,7]),  I/A2 = 0.82 ms ( [8 ] ) ,  
1/A 1 ,~ 1/A 2, Av = 86 MHz ( [9 ] ) ,  
we find a value of 0.34 W/cm 2 for the saturation 
parameter. This value is for only one rotational transi- 
tion. However, in a CO 2 laser all rotational transitions 
are very strongly coupled by cross relaxation. This 
means that not only the inversion of one rotation- 
vibration transition determines the saturation param- 
eter, but the total inversion of all rotational transi- " 
tions. Under excitation conditions the J = 20 rota- 
tional transition is the strongest one, which means 
that the population is highest for that J value. Taking 
the sum over all rotational transitions it appears that 
the saturation parameter will be about 14 times the 
value of one rotational transition. Hence the satura- 
tion parameter can be expected to be about 4.7 W/cm 2 
and there is a discrepancy between the value derived 
from lifetime measurements and that obtained from 
gain measurements analyzed by the plane-wave ampli- 
fication model. The existence of this discrepancy has 
been pointed out by Christensen et al. but an explana- 
tion could not be given. We have calculated the gain 
behaviour according to our model for their experimen- 
tal circumstances (viz. 2 G o L = 0.41). The results are 
plotted in fig. 5. The curves for different Qo values 
cannot be distinguished at this value of 2 G o L. The 
lower curve in this figure gives the gain behaviour for 
the plane-wave amplification. 
The most common way of determining the satura- 
tion parameter (also used by Christensen et al.) is to 
draw the tangent o the gain curve at very low input 
intensities. The intersection of this tangent with the 
Ap/p = 0 line determines the saturation parameter. 
For the plane-wave model this can easily be verified 
by deriving the quantity 
(alu/li)/azi 
in the point I i = O, where I i is the intensity of the in- 
coming beam and I u is the intensity after amplifica- 
tion. 
One finds for this quantity: 
't 
.1 \ \ \ 
\ . . . . . . .  _"-_~ 
0 " • x b . . . . .  
4 
Fig. 5. The power gain plotted for a homogeneously broaden- 
ed medium. The small-signal gain is 2GoL  = 0.41. The lower 
curve shows the calculations for a plane-wave approximation. 
The dashed lines are the tangent lines to the curve for small 
input intensities. 
Mu/Ii i = e 2G°L (e 2G°L - 1) 
tg$ = ( -  3--~-i ]li=O i0 , 
(19) 
where 2GoL is again the total amplification i  the 
amplifier of length 2L. It can be seen from fig. 5 that 
according to our model tg ~ is a/b times smaller. Hence 
when the tangent and the Ap/p = 0 line intersect at 
the measured intensity of I m W/cm 2, the use of the 
plane-wave model enables us to calculate the saturation 
parameter: 
e 2GoL - 1 _ e 2GoL (e 2GoL - 1) (20) 
tg ~b = im i0 , 
or: 
10 = I m e 2G°L . (21) 
In the same way we find with our model: 
10 = (a/b) I m e 2G°L . (22) 
From the figure it can be seen that for 2GoL = 0.41 
the a/b value is about 0.28. The saturation parameter 
deduced according to our model is then I 0 = 0.28 × 
18 W/cm 2 = 5 W/cm 2 and is in excellent agreement 
with the lifetime measurements. 
So we find a factor of almost 4 between the satura- 
tion parameter derived by the two different models. 
Looking at eq. (8) one would expect he factor to be 
about 2. This difference is due to the fact that at the 
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horizontal axis of the gain characteristics the quantity 
Pi/Trr2 is plotted,_ according to Christensen et al. and 
many others; r2 is the average over the length of the 
tube of the squared 1/e radius of the intensity of the 
beam. However, for a gaussian shaped beam Pi/rrr2 
equals Pi/½rrw2, where w is the beam width, which is 
just equal to the central intensity value of the beam. 
It would have been better to plot instead some kind 
of an effective value of the intensity over the beam 
area, which then can be averaged over the length of 
the tube. When the quantity Pi/lrw---~ is plotted, the 
discrepancy between the plane-wave model and our 
three-dimensional model will be about a factor 2. 
6. Conclusions 
It may be concluded that deducing the saturation 
parameter f om gain measurements by a plane-wave 
analysis is not correct. A wrong value will be obtained. 
The radial radiation transport due to a spatial profde 
in the gain as will be caused by saturation has to be 
included in order to find the right value. A quadratic 
approximation has been used for calculating the right 
value of the saturation parameter. Application of the 
theory to the gain measurements of a cw CO 2 laser 
shows that this approximation is sufficiently accurate. 
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